[The determination of ampicillin in the blood and urine of patients by microcolumn high-performance liquid chromatography].
The method of the quantitative determination of ampicillin in the blood serum and urine on the Soviet-made chromatograph "Milichrom" with an ultraviolet detector and 2 x 62 cm column is described. The conditions of chromatography were as follows: wavelength-210 nm; elution rate-100 microliters/min; analysis time-12 min. The conditions of chromatographic analysis were selected on sorbents Lichrosorb RP-18, Nucleosil S-18 and Silosorb S-18. The given method of ampicillin determination--is characterized by a high specificity, accuracy, the use of small volumes of the blood taken from a finger, the rapidity of making analyses and may be recommended for introduction in the clinical practice for optimization of treating patients with ampicillin.